The mercury sphygmomanometer has historically served as the "gold" standard for measurement of blood pressure. Recently, because of environmental concerns about the disposal of mercury-contaminated medical waste and the risk of spills from mercury sphygmomanometers, the mercury sphygmomanometer is being phased out in clinical settings. In 1998, the Environmental Protection Agency and American Hospital Association agreed to eliminate mercury containing waste from the health-care industry by 2005 (ref. 1) . In response, many institutions began switching from mercury to aneroid sphygmomanometers.
The Diabetes Prevention Program was a controlled, multicenter clinical trial designed to compare the effect of intensive lifestyle change or medication on delay of diabetes onset in a prediabetic population. 2 The study ended in 2001 with the conclusion that intensive lifestyle change reduced diabetes risk by 58% and metformin medication by 31% over a period of 3 years. 3 Participants continue to be followed in a long-term study: the Diabetes Prevention Program Outcomes Study (DPPOS)-designed to investigate longer-term complications of diabetes such as cardiovascular and microvascular outcomes (nephropathy, neuropathy, and diabetic retinopathy) over 10 years of follow-up.
Starting in October 2005, DPPOS clinics began to fall under state legislature mandates to eliminate mercury from healthcare facilities. With the understanding that eventually all mercury sphygmomanometers will be replaced, the DPPOS study group investigated what effects such a conversion might have on the study's longitudinal blood pressure measurements. Although the published studies [4] [5] [6] showed that aneroid devices could be accurate, several issues remained unanswered in relation to clinical trial studies. These prior aneroid validation studies were done by connecting aneroid sphygmomanometers to a reference unit and comparing the readings from the aneroid to the static pressure measurements set at fixed points. In real clinical trials, sources of variation in blood pressure measurements could include participant factors such as arm circumferences, technician factors such as measurement technique or interaction with participants. All of the above may affect the 
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The mercury sphygmomanometer, the "gold" standard for blood pressure measurements, has been gradually phased out in many institutions because of environmental concerns. Our on-going clinical trial compared the use of mercury vs. aneroid sphygmomanometers, before implementing a study-wide transition to the aneroid sphygmomanometer. articles Evaluating the Accuracy of an Aneroid Sphygmomanometer accuracy of aneroid models. In DPPOS 1-4 research staff collected measurements in each of 26 US clinics. To ensure the quality and consistency of our blood pressure data across clinics and over time, and to determine whether the shift to aneroid manometers would cause a systematic shift in measured blood pressure, the study group designed and implemented a study of its selected aneroid sphygmomanometer.
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Methods
The Diabetes Prevention Program was a randomized clinical trial involving participants at 27 centers who were at high risk for diabetes. Detailed methodology has been reported 2 and the protocol is available at http://www.bsc.gwu.edu/dpp. The institutional review board at each center approved the protocol, and all participants gave written informed consent before participation.
Mercury sphygmomanometer model. Before October 2005, DPPOS used the desk model gravity sphygmomanometer (300 mm Hg), manufactured by W.A. Baum, in Copiague, NY.
Aneroid sphygmomanometer model and calibration equipment. DPPOS selected the Welch Allyn Tycos 767-Series Mobile
Aneroid Model 7670-04 as its aneroid sphygmomanometer.
The aneroid gauge consists of a metal bellows and a watchlike movement connected to the compression cuff. Variations of pressure within the system cause the bellows to expand and contract. Movement of the bellows rotates a gear that turns a pointer pivoted on bearings, across a calibrated dial.
The Netech DigiMano digital pressure and vacuum meter Part no. 200-2000IN was used for accurate calibration of the aneroid models. Calibration was done immediately before initiation of the comparative study.
Study procedure. We estimated that a sample size of 958 participants (31% of the DPPOS population) would provide 85% power to detect ≥2 mm Hg overall mean of the difference between the new sphygmomanometer and the standard, given an observed blood pressure standard deviation of 14.6 mm Hg. 7 One clinic that had already converted to the aneroid model was excluded from this study. Each clinic was given a target number of participants to test and any participant who came to their annual or mid-year visit was eligible until the target was met.
BP technicians were routinely trained in using the mercury device. The study provided a training session for both devices with written protocols immediately before the start of this procedure. To reduce measurement bias, the order of sphygmomanometer type for measurement was randomly assigned. The same appropriate-sized cuffs, the same arm, and the same posture during measurement were used for both devices.
Over the period 20 March 2006 to 21 June 2006, the study conducted dual, sequential measurements in 1,062 participants. A resting (5 min) systolic and diastolic seated arm blood pressure was measured in the morning using both the new and the standard mercury devices. Because our participants were also undergoing testing of plasma glucose, they were studied in the fasting state. The dual BP measurements were separated by 30 s, and measurements were recorded on a data entry form. One clinic's data was excluded because readings from mercury and the aneroid were identical, caused by the technician's misunderstanding the protocol.
Statistical analysis. Each participant had four readings of systolic blood pressure (SBP) (two from each sphygmomanometer) and four reading of diastolic blood pressure (DBP). The average of the two repeated blood pressure readings was used for comparison of the two types of sphygmomanometer. Repeat readings from the mercury sphygmomanometer provided estimates of variation within participants and within technicians. Paired Student's t-test 8 was used to test if the difference between the two types of sphygmomanometers is equal to zero. In addition, regression analysis 9 was used to compare the two types. We used linear regression modeling to evaluate variation across clinical centers, demographic factors such as age, sex, and race/ethnicity, anthropometrics, body mass index, or blood pressure. The slopes in both equations are significantly different from the line of equality (dotted line in Figure 1 ) (P < 0.001) and intercepts significantly different from zero (P < 0.001). Table 1 represents the individual predicted values from the aneroid model at various mercury values. Table 2 presents the percent of instances in which the two devices differed by more than ±3 and ±5 mm Hg (the latter being the criterion endorsed by the British Hypertension Society 10 ).
We explored within-participant variation by comparing back-to-back duplicate readings from the mercury device. The standard deviation of the difference between first and second readings was 2.8 for SBP and 3.7 for DBP. There was no significant difference between sequential systolic measurements within participant (mean at 0.2 mm Hg, P = 0.20). The second reading of DBP was slightly lower (0.3 mm Hg, P < 0.01) vs. the first (as might be expected from an accommodation effect). Table 2 shows the percent of the two mercury device measurements that were within ±3 mm Hg and within ±5 mm Hg. The variation within participants/technician pair explains most of the between-device variation.
Multiple linear regression analysis of the between-device difference in SBP adjusted for clinic, age, sex, race, body mass index, and SBP (measured from the mercury sphygmomanometer) showed that the between-device difference was positively associated with level of SBP (coefficient 0.05, 95% confidence interval (0.03, 0.07), P < 0.0001), and negatively with participant's age (coefficient −0.04, 95% confidence interval (−0.07, −0.01), P = 0.002) and varied by clinic center (P value <0.0001, least square means ranging from −4.3 to 4.4, overall model R 2 = 0.08).
The same analysis of mercury vs. aneroid difference in DBP vs. clinic, age, sex, race, body mass index, and DBP (measured from the mercury sphygmomanometer) showed that the sphygmomanometer differences were positively associated with level of DBP (coefficient 0.06 95% confidence interval (0.04, 0.08), P < 0.0001) and varied by clinic center (P < 0.0001, with least square means range from −1.4 to 2.5, overall model R 2 = 0.10). Figure 2 plots the between-device difference against the readings from the mercury sphygmomanometer.
Based on the result that no clinically significant differences were observed between the two types of sphygmomanometers, the study changed to the aneroid sphygmomanometer on articles Evaluating the Accuracy of an Aneroid Sphygmomanometer clinically significant systematic differences. We found no statistically significant difference between devices for SBP (P = 0.37) and a significant (P < 0.001) but small lower (0.8 mm Hg) DBP for the aneroid sphygmomanometer. Regression analysis detected statistically significant (P < 0.001) but small differences (see Figure 1) . Aneroid sphygmomanometers have more moving parts compared to mercury sphygmomanometers and are subject to fatigue. Bailey et al. reported that the aneroid sphygmomanometers (models not specified) selected were inaccurate in 80% of the units tested. 4 In 1993, the Mayo Clinic, Rochester, Minnesota developed a standard protocol for regular calibration of aneroid devices. Canzanello et al. showed that aneroid sphygmomanometers could provide accurate measurement of blood pressure when a proper maintenance protocol is followed, 5 and that aneroid devices had a mean difference of 0.5 mm Hg lower than the reference levels, with 100% of aneroid readings falling within 4 mm Hg of the reference levels. Yarows and Qian 6 also demonstrated that aneroid devices were accurate when calibrated annually. All studies connected the aneroid sphygmomanometer to a reference unit and then compared the aneroid readings to the static pressure measurements set at fixed points.
The present study compares measurement from aneroid and mercury sphygmomanometers in a clinical trial setting. On average, we found no clinically significant differences in between devices. For DBP, the reading from the aneroid sphygmomanometer was slightly lower. Regression analyses indicate that for both SBP and DBP, the readings from the aneroid will overestimate at the low end and underestimate at the high end, however, the differences are very small and clinically not significant. Because this study is to assess the accuracy of the aneroid model in a clinical trial setting, we did not exactly follow the validation protocol set by the Association for the Advancement of Medical Instrumentation or British Hypertension Society. However, when compared, this device is within the "pass" range set by Association for the Advancement of Medical Instrumentation (a mean ≤5 mm Hg and standard deviation ≤8 mm Hg) and grade A by British Hypertension Society (60% of the errors be within 5 mm Hg, 85% of the errors within 10 mm Hg, and 95% within 15 mm Hg).
This study is consistent with previous publications of aneroid accuracy based on directly connecting aneroid models with a standard calibrator. 4, 5 Variations among clinics reflect variation within technician, but only account for a small proportion of the overall variation. It appears that variation within participant/technician accounts for most of the variation in the blood pressure. We showed that for our selected aneroid device, accuracy could be maintained across 24 clinical centers with multiple research staff over with a wide range of blood pressure levels.
